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INTRODUCTION

Cervical cancer kills over 260,000 women every year [1]. As the 
second most common cancer affecting women in developing 
countries, it results in significant morbidity and a negative 
economic impact to communities [2]. Human Papilloma Virus 
(HPV) is the single most important risk factor for cervical cancer. 
HPV is responsible for all types of cervical carcinoma, including 
squamous, adenocarcinoma, adenosquamous, and neuroendocrine 
[3]. Routine gynecological screenings are effective in preventing 
cervical cancer, and there is a high cure rate if detected early [4,5]. 
Unfortunately, there is a significant lack of screening in developing 
countries. Some of the reasons include inadequate awareness about 
cervical cancer, inaccessibility to health clinics and/or female 
providers, and perceived embarrassment, pain, and discomfort 
from the procedure [6]. In some instances, the current 2-bladed 
speculum creates an additional barrier to effective screening by 

failing to provide full cervical visibility due to anatomical variation 
or vaginal prolapse and by causing patient discomfort and 
apprehensiveness [7,8]. As the oldest instrument in the history of 
obstetrics, the vaginal speculum has not changed from a 2-bladed/
bi-valved design in hundreds of years [9] (Figure 1).

OBJECTIVE

Our objective is to introduce and implement a new speculum 
that will improve visualization of the uterine cervix, increase 
efficiency for the provider, and minimize discomfort to the patient. 
Additionally, our aim is to implement this novel speculum into 
an easy-to-use cervical cancer screening and treatment kit that 
will be distributed for use in underserved areas, nationally and 
internationally. Currently, there is no inexpensive “kit” to screen 
and treat cervical dysplasia and cancer and the current 2-bladed 
speculum has limitations and barriers to screening, especially in 
low-resource countries. This new, disposable vaginal speculum is 
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at the point of care (POC) and costs under $3(USA)/woman. A 
PAP test has to be sent out for review by a pathologist and can’t be 
done at the POC. The cost of a PAP with a physical and pathology 
reading is between $300-400 (USA) (Figure 2).

RESULTS AND DISCUSSION

The FDA approved the Bouquet speculum in 2015. In 2018, the 
first large product shipment arrived in Colorado for international 
distribution. A total of 212 women (n=5, Colorado, n=7 Peru, n=86 
Paraguay, n=114 Panama) were screened with the Cervical Cancer 
Cure Kit. 24 out of 212 were positive for acetowhite lesions (14/114 
in Panama, 10/86 in Paraguay, 0/7 in Peru, 0/5 in Colorado) 
and were subsequently treated with cryotherapy. One physician 
and 5 patients in Colorado completed the qualitative survey. The 
physician reported a 4/5 for ease-of-use and a 5/5 for visualization 
of the cervix. 

CONCLUSION AND FUTURE STUDIES

Future studies are needed to directly compare the Bouquet 
SpeculumTM to the current 2-bladed speculum. These studies 
should include quantitative assessments of visualization of 
cervix, ease-of-use by the provider, and comfort of the patient. A 
randomized, blinded group will receive their PAP tests with the 
2-bladed speculum (one arm of the study), the other will receive their 
PAPs using the 5-petaled Bouquet SpeculumTM (second arm). The 
provider will answer two survey questions using the Likert Scale 
(ease-of-use and visibility of the cervix). The patient will answer one 
survey question using the Likert Scale rating the relative comfort of 
the speculum. This study proposal will be submitted to the Rocky 
Vista University, Institutional Review Board (IRB) shortly.
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less expensive than our competitors and designed with an oblique 
handle that can be used on any cot, bunk, bed or table. It is not 
necessary to have a designated gynaecology table with foot rests. This 
makes it a great tool to screen women in low-resource countries.

METHOD

Dr. Jean Bouquet designed, patented, and manufactured this FDA-
approved 5-petal vaginal speculum that opens in a radial fashion. A 
Cervical Cancer Cure Kit was designed that included the Bouquet 
speculum, acetic acid (5%), Medical FreezeTM (for cryotherapy), 
lubricant, large cotton swabs, and gloves. This kit allowed for 
screening of pre-cancerous and cancerous cells produced by HPV 
infection through visual inspection with acetic acid (VIA) and 
treatment with cryotherapy. The Bouquet SpeculumTM was gently 
inserted into the vaginal canal until the speculum contacted the 
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visualization of the cervix. Acetic acid was applied to the cervix 
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cryotherapy was indicated. A large cotton swab was sprayed with 
the Medical FreezeTM and applied to the acetowhite lesion for 
45 seconds. The Bouquet SpeculumTM was gently removed and 
discarded. The kits were distributed on medical mission trips 
to Peru, Paraguay, and Panama. Several kits were also utilized in 
Colorado along with a survey for the provider and patients who 
trialed the Bouquet speculum. VIA is equivalent to a Papanicolaou 
test (Pap smear) for cervical cancer screening. VIA has a sensitivity 
of 89%, specificity of 87%, and accuracy of 87% compared to a 
Pap smear with 52%, 95%, 95% respectively [10]. VIA can be done 

Figure 1: Comparison of 5-petaled vs. 2-bladed speculum.
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Figure 2: Screening and treatment of cervical cancer.
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