Method Development and Validation of Tablet Dosage Form Containing Losartan, Atenolol and Hydrochlorothiazide Using Internal Standard by RP-HPLC

Tengli AR* and Gurupadayya BM
Department of Pharmaceutical Chemistry, JSS College of Pharmacy, JSS University, S.S. Nagar, Mysore-570015, India

Abstract
A simple, sensitive and specific RP-HPLC method with UV detection was developed for the simultaneous estimation of losartan, atenolol and hydrochlorothiazide in tablet dosage form and telmisartan as an internal standard. Separation was achieved with an phenomenonx luna 5 μ CN 100R, 250×4.60 mm 5 micron size column, ambient temperature with a low pressure gradient mode with mobile phase containing acetonitrile, and 0.2% of diammmonium hydrogen orthophosphate buffer pH 2.8 adjusted with orthophosphoric acid (50:50). The flow rate was 1 mL min⁻¹ and eluent was monitored at 230 nm. The selected chromatographic conditions were found to effectively separate losartan (LOSAT), atenolol (ATEN) and hydrochlorothiazide (HCT) with retention time of 6.0, 5.0 and 4.0 min respectively. The proposed method was found to be rectilinear over the range of 25-150 µgmL⁻¹, 25-150 µgmL⁻¹ and 6.25-37.50 µgmL⁻¹ for losartan, atenolol and hydrochlorothiazide respectively. The proposed method was found to be accurate, precise, reproducible and specific and it can also be used for routine quality control analysis of these drugs in biological samples either alone or in combined pharmaceutical dosage forms.

Keywords: HPLC; Hydrochlorothiazide; Atenolol; Losartan and Telmisartan

Introduction
Losartan potassium is monopotassium salt of 4-butyl-4-chloro-1-[[2'-(1H-tetrazole-5-yl)[1,1'-biphenyl]-4-yl][1H-imidazole-5-methanol. It is a selective, competitive angiotensin II receptor type 1 (AT₁) receptor antagonist. Losartan administration results in a decrease in total peripheral resistance and cardiac venous return.

However, several methods have been described for the determination of Losartan potassium drug substance in tablets. Various methods developed are HPLC [1,2], spectrophotometric [3-5], capillary electrophoresis (CE) [6], HPTLC [7], LCMSMS [8] and voltametric [9].

Atenolol is a beta-adrenergic blocking agent. By blocking the stimulation of these nerves, atenolol reduces the heart rate and is useful in treating abnormally rapid heart rhythms. Atenolol also reduces the force of contraction of heart muscle and lowers blood pressure. By reducing the heart rate, the force of muscle contraction, and the blood pressure against which the heart must pump, atenolol reduces the work of heart muscle and the need of the muscle for oxygen. Since angina occurs when oxygen demand of the heart muscle exceeds the supply, atenolol is helpful in treating angina.

Many methods are reported for the determination of atenolol alone and in combinational dosage forms are HPTLC [10,11], HPLC [12-16], spectrofluorimetric [17] and LCMSMS [18].

Hydrochlorothiazide (HCT), 6-Chloro-3,4-dihydro-2H-1,2,4-benzothiadiazine-7-sulphonamide-1,1-dioxide is the potent orally diuretic and antihypertensive agent related to chlorothiazide. This inhibits active chloride reabsorption and thus increases the excretion of sodium chloride and water.

There are many published determination methods for HCT in tablets using spectrophotometric [19-21], fluorodensitometric [22], gas and liquid chromatographic [23-25], LCMS [26] and polarographic techniques [27].

*Corresponding author: Tengli AR, Department of Pharmaceutical Chemistry, JSS College of Pharmacy, JSS University, S.S. Nagar, Mysore-570015, India, Tel: 91+08212548353, 91+09886658520; Fax: 08212548359; E-mail: anandrtengli@gmail.com, anandrtengli@rediffmail.com

Received March 28, 2013; Accepted April 27, 2013; Published April 30, 2013


Copyright: © 2013 Tengli AR, et al. This is an open-access article distributed under the terms of the Creative Commons Attribution License, which permits unrestricted use, distribution, and reproduction in any medium, provided the original author and source are credited.
A new combination dosage form of LOSAT, ATEN and HCT is indicated for the treatment and management of hypertension. The focus of present study was to develop and validate simple precise and accurate method for the determination of losartan, atenolol & hydrochlorothiazide using telmisartan as an internal standard in tablet dosage form.

Experimental

Chemicals and reagents

Working standards, Losartan and Atenolol were from Aurobindo Laboratories, Hyderabad, India. Hydrochlorothiazide and Telmisartan were from Aristo Pharmaceutical Ltd. Mumbai, India. Diammonium hydrogen orthophosphate, Orthophosphoric acid used were AR grade purchased from Merck. HPLC solvents like, Acetonitril, Methanol and water from Ranchem, Mumbai. The pharmaceutical dosage form containing 50 mg LOSAT, 50 mg ATEN and 12.5 mg HCT, LOSAR-BETA H 150 mg 20 tablets (Unichem laboratories) purchased from a local drug store. Telmisartan which was employed as an internal standard (IS) was obtained from Rambaxy Laboratories, New Delhi.

Instrumentation

The method development and validation was performed on a Shimadzu LC2010 integrator a 4-liquid gradient HPLC system (Kyoto Japan), provided with high speed auto sampler, column oven, degasser. LC solution software was used for data acquisition.

Chromatographic condition

The chromatographic column, phenomenex luna 5 μ CN 100R, 250x4.60 mm (5 micron size) column was used as stationary phase. The mobile phase was prepared with acetoniitre and buffer (50:50). Buffer solution was prepared by dissolving 0.2% diammonium hydrogen orthophosphate in 100 mL of water. The pH was adjusted to 2.8 with orthophosphoric acid; flow rate was 1 mL min-1 and injection volume was 20 μl. The detection was performed at 230 nm using UV detector at 25°C.

Standard preparation

Separate stock solutions of 1000 µg mL-1 of losartan, atenolol and hydrochlorothiazide were prepared in Acetonitril, then 1 mL of stock solution was transferred into 10 mL of standard volumetric flask and diluted with mobile phase. The prepared stock solutions were stored at 25°C protected from light.

Preparation of calibration plot

Standard solutions were freshly prepared from the stock solution by diluting with mobile phase to obtain concentration range 25, 50, 75, 100, 125 & 150 µg mL-1 of Losartan, 25, 50, 75, 100, 125 & 150 µg mL-1 of Atenolol and 6.25, 12.5, 18.75, 25.0, 31.25 & 37.5 µg mL-1 Hydrochlorothiazide respectively. Each solution was injected in triplicate and chromatographed under the chromatographic conditions specified above. Telmisartan (10 µg mL-1) was used as internal standard for determination of mixtures of Losartan, Atenolol and Hydrochlorothiazide with Telmisartan. Linear relationships were obtained when drug to-internal standard peak-area ratios were plotted against the corresponding concentrations for each drug.

Sample preparation

Average weight was calculated by weighing 20 tablets (LOSAR-BETA H). The tablets were crushed into homogenous powder. A quantity of powdered tablets equivalent to one tablet containing 50 mg of losartan 50 mg of atenolol and 12.5 mg of hydrochlorothiazide was transferred into a 100 mL volumetric flask. To this flask, 50 mL of Methanol were added, and the solution was sonicated for 25 min with intermittent shaking. The solution was cooled to ambient temperature. Then the volume was made up with Acetonitrile and centrifuged at 10,000 rpm for 10 min. The centrifuged solution filtered through a 0.45 µm Nylon filters (Millipore, Milford, MA, USA). From the filtered solution, aliquots of appropriate volume were transferred to 10 mL volumetric flasks and diluted to volume with mobile phase to furnish the concentration range listed in table 1.

Method Validation

Linear range

The linearity of the method was evaluated by analyzing different concentration of the drugs. According to ICH recommendations, at least five concentrations must be used. In this study six concentrations were chosen, in the ranges 25-150 µg mL-1 losartan, 25-150 µg mL-1 of atenolol and 6.25-37.50 µg mL-1 hydrochlorothiazide, respectively.

Accuracy and precision

The accuracy of the method was determined by recovery experiments using the standard addition method. Each solution was injected in triplicate and percentage recovery was calculated. The precision of the method was assessed by studying intra-day and inter-day variation. In the intra-day studies, standard and sample solutions were analysed in triplicate on the same day and percentage RSD was calculated. In the inter-day studies, standard and sample solutions were analysed in triplicate on three consecutive days and percentage RSD were calculated.

Limits of Detection (LOD) and Limit quantitation (LOQ)

In accordance with ICH recommendations [28], the approach based on the standard deviation of the response and the slope of the calibration plots was used to determine detection and quantification limits. LOD and LOQ values were estimated as [(standard deviation of repeatability)/Slope of the regression equation)] by multiplying with 3.3 and 10 respectively. The values obtained are given in table 1.

Selectivity

The selectivity of the method was evaluated by assessing whether excipients present in the pharmaceutical formulations interfered with the analysis. A placebo for each tablet was prepared by mixing the respective excipients (plain lactose with 5% of starch as binder), and solutions were prepared by following the procedure described in the section on sample preparation. The commonly used tablet excipients did not interfere with the method.

<table>
<thead>
<tr>
<th>Losartan</th>
<th>Atenolol</th>
<th>Hydrochlorothiazide</th>
<th>Telmisartan (IS)</th>
</tr>
</thead>
<tbody>
<tr>
<td>Retention time (min)</td>
<td>Peak area</td>
<td>Retention time (min)</td>
<td>Peak area</td>
</tr>
<tr>
<td>Mean</td>
<td>6.0</td>
<td>68535</td>
<td>5.0</td>
</tr>
<tr>
<td>SD</td>
<td>0.05</td>
<td>673.67</td>
<td>0.10</td>
</tr>
<tr>
<td>RSD</td>
<td>0.96</td>
<td>0.98</td>
<td>2.09</td>
</tr>
</tbody>
</table>

Table 1: Results of system suitability study.
Intra-day and inter-day precision and accuracy of LOSAT, ATEN and HCT.

Orthophosphoric acid (50:50) with 1.0 mL min⁻¹ flow rate. A major of diammonium hydrogen orthophosphate buffer pH 2.8 adjusted with time was obtained with mobile phase containing acetonitrile and 0.2% pH were also studied. The best resolution with reasonable retention and peak shape, without excessive tailing, were obtained by use of the CN column. The effect of both mobile phase composition, flow rate and IS. To solve these problems, three columns, C18, C8, and CN, were used for simultaneous determination of the drugs. The best resolution and lack of resolution between losartan, atenelol, hydrochlorthiazide in the literature or alternative stationary phases. The main problems encountered during these investigations were tailing, poor peak shape in the literature or alternative stationary phases. The main problems encountered during these investigations were tailing, poor peak shape and lack of resolution between losartan, atenolol, hydrochlorthiazide and IS. To solve these problems, three columns, C18, C8, and CN, were used for simultaneous determination of the drugs. The best resolution and peak shape, without excessive tailing, were obtained by use of the CN column. The effect of both mobile phase composition, flow rate and pH were also studied. The best resolution with reasonable retention time was obtained with mobile phase containing acetonitrile and 0.2% of diammonium hydrogen orthophosphate buffer pH 2.8 adjusted with orthophosphoric acid (50:50) with 1.0 mL min⁻¹ flow rate. A major reason for using a concentration of 0.2% was to achieve maximum sensitivity of UV detection at low wavelengths. Members of this class of antihypertensive drugs contain weak benzene chromophores and are characterized by low molar absorptivity, so the detector was set at 230 nm to increase the sensitivity of the method. The specificity of the method is illustrated in figure 1 which indicates separation of the compounds was complete. Average retention times ± standard deviation for IS, LOSAT, ATEN & HCT were 6.06 ± 0.058, 5.8 ± 0.106 and 4.06 ± 0.062 min, respectively, for six replicate analyses. The students t test is performed and for the corresponding T value is 3.66, 3.67 and 3.67 for LOSAT, ATEN and HCT and the degree of freedom P is less than 0.005 (p value is 0.0032, 0.0032 & 0.0035 for LOSAT, ATEN and HCT) therefore the difference is significant. In determination of accuracy and precision, recovery was 100 ± 3%, which indicates the method is accurate, and intra-day and inter-day variation, as RSD, were no more than 1.83%, indicating the method is precise. In determination of the robustness of the method, slight variation of mobile phase pH, amount of buffer, in the mobile phase, and detector wavelength had no significant effect on chromatographic resolution.

Method validation

System suitability: The RSD values of peak area and retention time for drugs and IS are within 2% indicating the suitability of the system (Table 2).

Linearity: The calibration curves were prepared by plotting the peak areas of the drug to IS which were linear in the range of 25-150, 25-150 and 6.25-37.5 µg mL⁻¹ LOSAT, ATEN and HCT, respectively. Peak area ratios and concentrations were subjected to least square linear regression analysis to calculate the calibration equations and correlation coefficients. The mean regression equations were found as Y=0.002X (R²=0.988 n=6), Y=0.001X=0.002 (R²=0.993 n=6) and Y =0.013X (R²=0.990 n=6) for LOSAT, ATEN and HCT, respectively.

Precision: Intra-day precision was performed by relative standard deviation of five repeated assays of samples at the three concentration levels. Inter-day precision was determined by analyzing the same set of samples of five different days. The RSD values were found to be 0.083-0.258% for LOSAT, 0.024-0.381% for ATEN and 0.022-0.362% for HCT, indicating good precision shown in table 2.

Recovery: To examine the accuracy of the method, recovery studies were carried out by standard addition method. The percent recovery of the added standard to the assay samples was calculated from:

\[ \text{Recovery} = \frac{[C_{\text{sp}} - C_{u}]}{C_{u}} \times 100 \]

Where C_{sp} is the total concentration of analyte found; C_u is the concentration analyte present in the formulation; and C_{u} is the concentration added to the formulation. The average percent recoveries obtained as 98.18-100.1% indicate good accuracy of the method in Table 3.

Specificity: The specificity of the RP-HPLC method was determined.
**Citation:** Tengli AR, Gurupadayya BM (2013) Method Development and Validation of Tablet Dosage form Containing Losartan, Atenolol and Hydrochlorothiazide Using Internal Standard by RP-HPLC. J Chromat Separation Techniq 4: 180. doi:10.4172/2157-7064.1000180

**Table 3:** Results of recovery studies by standard addition method.

<table>
<thead>
<tr>
<th>Name of the drug</th>
<th>Amount of drug in tablet (µg)</th>
<th>Amount of pure drug added (µg)</th>
<th>Total found (µg) (Mean ± SD)</th>
<th>RSD (%)</th>
<th>Recovery of pure drug added (%)</th>
</tr>
</thead>
<tbody>
<tr>
<td>LOSAT</td>
<td>49.96</td>
<td>50</td>
<td>99.92 ± 0.018</td>
<td>0.018</td>
<td>99.92</td>
</tr>
<tr>
<td></td>
<td>49.96</td>
<td>75</td>
<td>124.86 ± 0.093</td>
<td>0.075</td>
<td>99.87</td>
</tr>
<tr>
<td></td>
<td>49.96</td>
<td>100</td>
<td>149.84 ± 0.074</td>
<td>0.049</td>
<td>99.91</td>
</tr>
<tr>
<td>ATEN</td>
<td>49.89</td>
<td>50</td>
<td>99.69 ± 0.395</td>
<td>0.396</td>
<td>99.59</td>
</tr>
<tr>
<td></td>
<td>49.89</td>
<td>75</td>
<td>124.86 ± 0.061</td>
<td>0.049</td>
<td>100.0</td>
</tr>
<tr>
<td></td>
<td>49.89</td>
<td>100</td>
<td>149.84 ± 0.074</td>
<td>0.049</td>
<td>99.92</td>
</tr>
<tr>
<td>HCT</td>
<td>12.48</td>
<td>12.5</td>
<td>24.91 ± 0.017</td>
<td>0.067</td>
<td>99.47</td>
</tr>
<tr>
<td></td>
<td>12.48</td>
<td>18.75</td>
<td>31.20 ± 0.011</td>
<td>0.037</td>
<td>99.87</td>
</tr>
<tr>
<td></td>
<td>12.48</td>
<td>25.0</td>
<td>37.42 ± 0.026</td>
<td>0.070</td>
<td>99.74</td>
</tr>
</tbody>
</table>

*TORS-BETA H (50 mg LOSAT, 50 mg ATEN, 12.5 mg of HCT)*

*Five independent analyses*

*Standard deviation*

**Conclusion**

A simple, rapid, and reliable LC method has been established for simultaneous determination of LOSAT, ATEN, and HCT either alone or in their ternary formulations. The method has several advantages, including rapid analysis, a simple mobile phase, single sample preparation, and improved sensitivity. It is suitable for analysis of these antihypertensive agents in their ternary formulations in a single isocratic run, in contrast with previous methods. This makes the method suitable for routine analysis in quality-control laboratories.

**Acknowledgement**

The authors would like to thank JSS University Mysore, India, Principal, administrative officer JSS college of Pharmacy Mysore, for providing all facilities to complete this research work.

**References**

3. hpipt.tums.ac.ir/index.php/jpipt/article/viewFile/043031021/155